Objective: To analyze whether the Bernageau radiographic view is adequate for studying the anterior glenoid rim and to determine the distance between the posterior and anterior glenoid rims. Methods: Fifty patients (31 males) with a mean age of 34 years were evaluated by positioning their arm at 160º forward flexion and body at 70º to the x-ray chassis, while positioning the x-ray tube at 30º craniocaudally, centered on the scapula spine. Three of the authors measured the distance between the posterior and anterior glenoid rim three times. The variability and reproducibility of this distance were studied. Three shoulder surgeons performed a subjective evaluation by answering whether it was possible to evaluate the anterior glenoid rim in the view studied.
Results: The mean distance was 24.48 mm ± 0.332 mm (left) and 24.82 mm ± 0.316 mm (right). The Anderson-Darling test showed that the measurements had normal distribution, and Pearson's correlation showed significant reproducibility (P < 0.01). The first observer found that 67% of the x-ray images were suitable for evaluating the anterior glenoid rim. The second found that 81% were suitable and the third, 78%. The kappa coefficient showed that the second and third observers had substantial agreement of opinion. Conclusion: The Bernageau view provided a suitable x-ray image for studying the anterior glenoid rim and for assessing erosion after comparison with the unaffected side. Bone erosion on the anterior glenoid rim has been correlated with a series of shoulder dislocation events and, depending on its magnitude, there may be an indication for using a bone graft to avoid its recurrence (1) (2) (3) (4) .
Keywords
Several radiographic views for assessing the an-terior. glenoid rim, and consequently the presence of erosion, have been described (2, (5) (6) (7) . Even though radiography is a low-cost examination, few studies have demonstrated that it might be a suitable examination for measuring anteroinferior glenoid erosion. Moreover, these radiographic views depend on special equipment for adjusting the patient's positioning and are difficult to reproduce (2, 5, 6) . Other methods for evaluating the anterior glenoid rim include tomography (6) , tomography with three-dimensional reconstruction (8, 9) and shoulder arthroscopy with the aid of a probe marked out in millimeters (10) . However, these methods are expensive and, unfortunately are not available in all institutions.
The aim of this study was to conduct a prospective analysis on the anteroinferior border of the glenoid, and consequently on the presence of erosion, with adequately positioned subjects and using an ordinary x-ray machine to reproduce the radiographic view described by Bernageau et al (5) . In addition, the aim was to analyze the distance between the anterior and posterior rims of the glenoid, in order to evaluate the variability and reproducibility of the view.
During the months of January and February 2008, 50 healthy adults without any previous history of pathological conditions in the shoulders underwent a radiographic assessment on their shoulders (100 examinations). The mean age of the individuals was 34 years (ranging from 20 to 68 years); 31 were male and 19 were female.
This study was approved by the research ethics committee of our institution, under the number 082/2009. All the subjects read and signed an informed consent statement before undergoing the radiographic examination.
Individual positioning
The radiographic examination was performed after standardization of the positioning of the subjects and of the x-ray tube.
Each individual was put in a standing position, with the arm to be assessed in anterior flexion at 160º and the chest in contact with the radiographic cassette at an angle of 70º. To ensure the reproducibility of this positioning in all the examinations, a specially prepared cushion was placed on the anterior surface of the subject's chest, thereby ensuring that the chest maintained this angle in relation to the radiographic cassette ( Figures 1 and 2) .
The radiographic apparatus used in this study was the Shimadzu 1/2P38D (Shimadzu Corporation, Kyoto, Japan). The x-ray tube was positioned at a distance of 100 cm from the shoulder under examination, at an angle of 30º of caudal inclination and centered on the spine of the scapula (Figure 1 ). The same technique was used in -Positioning of the patient, showing the x-ray tube at a craniocaudal angle of 30° and centered on the spine of the scapula, with the use of a special cushion to correct the chest inclination.
-Positioning of the patient with the chest at an angle of 70° with the radiographic chassis (upper view).
all the examinations [65 kV (± 5 kV) and 20 mA], and the same type and size of radiographic film was used (FotoMed™; 24 x 30 cm).
A Steinmann number 3 pin of 10 cm in length was placed on the subject's shoulder for correction of the magnification.
Objective evaluation
The objective evaluation was performed by measuring the distance between the anterior and posterior glenoid rims (anteroposterior axis), along the anterior and posterior cortical bone of the scapula.
This measurement was made by three independent examiners, and each examiner did each examination three times randomly, without knowing which case was under evaluation.
Subjective evaluation
The subjective evaluation was performed by three shoulder and elbow surgeons who were invited in. These surgeons had not participated directly in designing the study. They answered a questionnaire that asked for their opinions regarding whether the proposed positioning was suitable for achieving the Bernageau view and, consequently, whether it would be possible to assess the anteroinferior glenoid rim.
Statistical analysis
The SPSS software (Statistical Package for Social Sciences, version 13.0, SPSS Inc., Chicago, USA) was used for the statistical analysis. Pearson's correlation coefficient was applied to assess the intra and inter-ob-server reproducibility. The Anderson-Darling normality test was used to evaluate whether the objective measurements presented normal distribution and the kappa coefficient was applied to evaluate the concordance between the opinions of the three shoulder and elbow surgeons. We took p < 0.05 to be significant.
Objective analysis
The distance between the anterior and posterior glenoid rims ranged from 16.92 mm to 31.81 mm in the right shoulder (mean of 24.82 mm ± 3.16 mm) and from 18.64 mm to 32.22 mm in the left shoulder (mean of 24.48 mm ± 3.32 mm).
The reproducibility between the three measurements made by each of the three examiners was assessed. For this, Pearson's correlation test was used. We found significant correlations both between the three measurements of each examiner and between the three examiners, with P < 0.05 (Tables 1 and 2 Legend: GLE1-first measurement by examiner, GLE2-second measurement by examiner, GLE3-third measurement by examiner. Source: Radiology Service.
-Comparative distribution of the measurements made by the three examiners on the right and left sides.
The distance between the anterior and posterior glenoid rims had normal distribution in 16 of the 18 measurements made in this study, using the Anderson-Darling normality test (95% of the samples within the confidence interval) (Figure 3) . rence was only 4% in the cases without erosion. Thus, preoperative planning is of prime importance, in order to avoid this complication.
Although several authors have demonstrated that it is possible to determine, during arthroscopic treatment, whether significant erosion of the glenoid is present (inverted pear format) and to measure it using a probe marked out in millimeters (10) , others have observed that the intraoperative evaluation may not always be correct (13) . Miyasaki et al demonstrated the difficulty in determining the presence of erosion of the anteroinferior glenoid rim and in quantifying it (14) . However, the importance of arthroscopic assessment prior to open surgery is well documented (4) .
The radiographic assessment is part of the preoperative planning, when attempting to quantify the presence of bone erosion. The Garth, axillary and West Point views were cited by Doneux et al (15) as views that could be requested in order to adequately assess the glenoid in cases of traumatic anterior instability of the shoulder. However, noting was said about quantification of the possible bone loss. Itoi et al (6) demonstrated that with the West Point view, it was possible to quantify the erosion of the anteroinferior rim with good precision. However, to reproduce this view, a radiographic tube that can angle at 25º in different planes has to be used, and some machines do not have this freedom of movement. In addition, in the same study, Itoi et al (6) cited that this view is difficult to reproduce in patients, even with x-ray apparatus that has this range of motion.
Bernageau et al (5) described a radiographic view that would make it possible to evaluate erosions or fractures of the anteroinferior glenoid rim. However, the description of how to reproduce it is incomplete. Edwards et al (2) used this view to assess lesions of the anteroinferior glenoid rim, with patient positioning achieved with the aid of a fluoroscope in order to ensure reproducibility.
In our study, it was possible to reproduce the same radiographic view by using a simple x-ray machine, without using a fluoroscope to support this. Three shoulder surgery specialists who had not participated directly in designing this study assessed 100 radiographs and observed that in most cases, it was possible to adequately assess the anteroinferior glenoid rim.
The distance measurement proposed in this study proved to be reproducible and presented normal distribution, and the values found were similar to the findings in other papers (10, 13) . 
Subjective analysis
The three shoulder and elbow surgery specialists were named observers 1, 2 and 3. Out of the 100 assessments made by observer 1, he believed that in 67% of the cases, this radiographic view was similar to the Bernageau view and consequently was suitable for evaluating the anteroinferior glenoid rim. Observer 2 believed that the radiographs were adequate in 81% in the case and observer 3 concluded that 78% of the examinations were adequate for evaluating the anteroinferior glenoid rim.
From the kappa coefficient test, we observed that there was significant agreement between the information obtained by observers 2 and 3 (P = 0.037). Between observers 1 and 2 and between observers 1 and 3, there was no statistically significant correlation between the measurements (p > 0.05).
The presence of erosion of the anteroinferior glenoid rim may lead to high rates of recurrence of shoulder dislocation when conventional treatment is performed on traumatic dislocation, especially when it is greater than 25% (1, 9, 11, 12) . Burkhart and De Beer et al (1) found a recurrence rate of 67% in cases with significant bone loss that were treated arthroscopically, while the recur-It is important to emphasize that we are not proposing a new radiographic view. Rather, we are describing a simple means of reproducing a view that was previously described by Bernageau et al for assessing the anteroinferior glenoid rim (Figure 4) . Since it was possible to measure the distance between the anterior and posterior glenoid rims, we were able to assess the percentage bone loss by comparing the distance in the affected shoulder with the distance in the healthy shoulder ( Figure 5 ). To the best of our knowledge, this evaluation by means of radiographs had not been put forward until now. In summary, radiographic examinations are less expensive and release less radiation that computed tomography does. For this reason, we propose that this evaluation method should be used whenever there is a clinical suspicion of erosion of the anteroinferior glenoid rim, as described by Bigliani et al (16) , and that computed tomography should only be performed on patients in whom erosion has already been confirmed through a radiographic assessment.
We conclude that this radiographic view is an adequate and reproducible way of measuring the presence of glenoid erosion.
The mean distance was 24.48 mm ± 0.332 mm in the left shoulder and 24.82 mm ± 0.316 mm in the right shoulder.
